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RATIO AB   : Frequency ratio measurement for channel A and channel B  
RATIO ABU  Note 1  : Frequency ratio measurement for channel A and channel 2U 
RATIO AC    : Frequency ratio measurement for channel A and channel C 
RATIO BA   : Frequency ratio measurement for channel B and channel A 
RATIO BUA  Note 1  : Frequency ratio measurement for channel BU and channel A 
RATIO CA   : Frequency ratio measurement for channel C and channel A 

Note 1 This menu will be displayed only if the option of 9GHz input channel is installed.  
  

 
 
 

 
 

 


